Sterile intra-abdominal fluid collection associated with seprafilm use.
Postoperative abdominal adhesions are a significant cause of morbidity and expenditure of healthcare resources. As a result, numerous substances have been studied in an effort to reduce the incidence of adhesive disease. Seprafilm, a hyaluronate-based bioresorbable membrane, has been the subject of considerable research and has been found to be both safe and effective in reducing postoperative adhesions. We report three cases of the development of sterile abdominal fluid collection after the use of Seprafilm in colorectal surgery.